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Abstract—Accurate assessment of mice cardiac function with
magnetic resonance imaging is essential for longitudinal stud-
ies and for drug development related to cardiovascular diseases.
Whereas dedicated small animal MR scanners are not readily avail-
able, it would be a great advantage to be able to perform cardiac
assessment on clinical systems, in particular, in the context of trans-
lational research. However, mouse imaging remains challenging
since it requires both high spatial and temporal resolutions, while
gradient performances of clinical scanners often limit the reach-
able parameters. In this study, we propose a new cine sequence,
named “interleaved cine,” which combines two repetitions of a
standard cine sequence shifted in time in order to reach resolu-
tion parameters compatible with mice imaging. More precisely,
this sequence allows temporal resolution to be reduced to 6.8 ms
instead of 13.5 ms initially imposed by the system’s hardware. We
also propose a two-step denoising algorithm to suppress some arti-
facts inherent to the new interleaved cine thus allowing an efficient
enhancement of the image quality. In particular, we model and
suppress the periodic intensity pattern and further denoise the se-
quence by soft thresholding of the temporal Fourier coefficients.
This sequence was successfully validated with mass and function
measurements on relevant mice models of cardiovascular diseases.
Index Terms—Cine, denoising, heart function, l1-regularization,
magnetic resonance imaging (MRI), mouse, 3T.
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I. INTRODUCTION
MAGNETIC resonance imaging (MRI) is a key tool toassess noninvasively and accurately cardiac function [1].
Despite the lower temporal resolution compared to echography,
MRI has the advantage of more reproducible results and the
ability to assess whole heart volume. With robust estimation of
myocardial contraction, MRI is considered as the gold standard
for cardiac function assessment [2], [3].
In a context where cardiovascular diseases are still the lead-
ing cause of mortality worldwide [4], small animal cardiac MR
imaging is an important research topic for biology and medicine,
notably with the development of knockout and transgenic (TG)
mice to study the genes and mechanisms involved in cardiovas-
cular diseases [5]. While most of the mouse studies have been
performed on dedicated small animal MRI, these scanners are
not available on all research sites. In this case, being able to
run sequences to evaluate cardiac function of rodents on clini-
cal scanners could be advantageous, especially for translational
research.
Nevertheless, mouse imaging on clinical scanners remains
challenging because of the small dimensions of the heart and
the high heart-beating rate. Therefore, it requires some adjust-
ments of the existing sequences [6]. Specifically, the tradeoff
between sufficient signal-to-noise ratio (SNR) and adequate
temporal and spatial resolution is high and reachable values are
ultimately limited by gradient hardware. Following Roussakis
et al. [7], 11 phases per cardiac cycle are at least necessary to
evaluate ejection fraction (EF). Considering a mouse heart rate
of 600 beats/min, the required time resolution should be at least
9 ms whereas, in dedicated scanners, the cardiac function is ac-
curately estimated with a temporal resolution of 8.4 ms [8]; on
most clinical scanners, the available cine sequence provides a
temporal resolution in the range of 11–18 ms [9], [10]. There is
thus a need to acquire more cardiac phases to assess accurately
cardiac function. An alternative could be the use of a dedicated
gradient insert to increase hardware capabilities, but this option
is not always viable.
In this study, we propose a modification of the acquisition
scheme through a new cine sequence that can reach a temporal
resolution compatible with small animal imaging requirements;
i.e., down to 6.8 ms. This goal was achieved by combining two
repetitions of the sequence where the second repetition is shifted
in time in order to acquire additional data and validated using
relevant mice models of cardiovascular diseases.
0018-9294/$26.00 © 2011 IEEE
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II. METHODS
A. Animal
Two types of mice were used for this study, a group of male
C57/BL6 wild type (WT) mice aged between 8 and 12 weeks
(n = 7) as well as a group of female TG1306/R1 TG mice
aged of 24 weeks (n = 14) as well as their WT littermates
(n = 9). This last group has a C57/BL6 background and is
known to develop a left ventricle hypertrophy [11], [12]. For the
function measurements, a part of C57/BL6 WT mice underwent
a complete ligation of left descendant coronary artery to produce
a myocardial infarction (MI) and were scanned 24 h after the
surgery (n = 3). This protocol was performed in agreement with
the animal care committee.
B. Sequence Design
Images were acquired on a clinical 3T MR scanner
(Magnetom TIM Trio, Siemens Medical Solutions, Erlangen,
Germany) with a dedicated two-channel mouse receiver coil
(Rapid biomedical GmbH, Rimpar, Germany). The basic se-
quence was a segmented turboflash cine sequence (already vali-
dated in other studies with slightly different parameters [9], [13])
with following parameters: FOV 111 mm, in-plane resolution
257 μm, slice thickness 1 mm, TE/TR 6.2/13.5 ms, flip angle
30◦, GRAPPA with acceleration factor 2, two averages, and
typical acquisition time per slice 3 min. The sequence was res-
piratory and ECG gated. For each R-R cycle, only one line of
k-space was acquired in order to minimize the repetition time
(TR). With this configuration, time resolution was ultimately
limited by gradient hardware (maximum available amplitude
and slew rate) to TR = 13.5 ms. One obtains image series com-
posed of N phases separated by the time interval TR
I(ta) = ma(x, y) for ta = 0, TR, 2 · TR, . . . , N · TR (1)
where I is the image series and m is the measured image data
along time for a given voxel. The proposed sequence (referred to
as “interleaved cine”) is composed of the repetition of the basic
sequence where the second repetition is shifted in a time delay
corresponding to half of the basic sequence’s TR (i.e., 6.8 ms).
In this case, the second image series is
I(tb) = mb(x, y) for tb = 0,
TR
2
, 3 · TR
2
, . . . , (2N + 1) · TR
2
.
(2)
Finally, the combination of the two repetitions I(ta ) and I(tb )
gives a cine with a time resolution of 6.8 ms (TR/2) instead of
13.5 ms (TR):
I(tc) = mc(x, y)
for tc = 0,
TR
2
, TR, 3 · TR
2
, 2 · TR, . . . , (2N + 1) · TR
2
. (3)
In Fig. 1, we show schematically the design of the basic cine as
well as of the interleaved cine and their respective reconstruc-
tion. This scheme has the main advantage of keeping the total
acquisition time constant between the two sequences.
Fig. 1. Schematic representation of k-t space sampling and reconstruction
designs (for clarity, we represented an example where only four cardiac phases
are sampled in each repetition). (a) Basic cine and (b) interleaved cine, while
the two repetitions of basic cine are averaged to form the final image series,
the second repetition of the interleaved cine is shifted of 1/2 TR, and the two
combined repetitions form a series with double temporal resolution.
Fig. 2. Illustration of the ghosting artifacts that lead to the flickering artifact
in the interleaved cine. Images are the first frame of cine repetitions acquired at
the same location. Windowing was forced on purpose in order to have a better
visualization of the artifacts. (a) Cine acquired with no trigger delay, and (b)
shifted cine, acquired after a trigger delay of 1/2 TR. (a) and (b) are the two cine
composing the interleaved cine, white arrows are pointing areas where signal
intensity of ghosting artifact is different between the two cine sequences.
C. Image Enhancement
The final combination of images in the interleaved cine has a
lower SNR compared to the basic sequence since the two rep-
etitions of images are no longer averaged, as it was the case in
the basic sequence. Moreover, since the interleaved cine repe-
titions are acquired at different phases of the cardiac cycle, the
flow artifacts are slightly different between the two repetitions
as illustrated in Fig. 2. While repetition brings in new tempo-
ral information, the flow artifact resulted in a flickering effect
when the two shifted cine repetitions were combined. In order
to perform denoising and correction of the flickering effect, we
defined the following image model fc for a measured value:
ft(x, y) = st(x, y) + A(x, y) sin(ωt + ϕ) + nt(x, y) (4)
where t is the temporal index, (x,y) the spatial ones, s repre-
sents the nondegraded signal, A(x,y)sin(ωt+φ) represents the
flicker, and n are the noise contributions. Noise was reduced
by taking advantage of the periodicity of the cardiac cycle;
i.e., we applied l1-norm regularization of the temporal Fourier
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coefficients associated to each pixel’s timecourse. The algorithm
could be written as the following minimization problem for the
timecourse at spatial location (x,y):
s(x, y) = arg min
s(x,y )
∑
t
|mt(x, y)−A(x, y) sin(ωt + ϕ)
−st(x, y)|2 + λ
∑
l
|sˆl(x, y)| (5)
where m is the measured image data along time for a given voxel,
sˆ is the Fourier transform in the temporal direction of the signal
s to be recovered, and λ is the threshold value. In the follow-
ing, the threshold used was λ = 500 a.u. The variational problem
can then be solved by a two-step algorithm. First, the amplitude,
frequency, and phase of the flickering term A(x,y)sin(ωt+φ) are
estimated while keeping s constant, which reverts to an ordi-
nary least-squares solution (initial conditions were empirically
defined and led to problem convergence for all cases tested in
this study, A(x,y) = max{mt (x,y)}, ω = 3.10, and φ = 1). Sec-
ond, the flickering term is removed from the measurements and
the signal s is recovered by soft thresholding (threshold value λ
the Fourier coefficients of mt(x,y)–A(x,y)sin(ωt+φ). Moreover,
we estimate the parameters ω and φ globally for the complete
dataset (and thus highly overdetermined), whereas the amplitude
A(x,y), which describes the amplitude of the flickering artifact,
is chosen to vary spatially accordingly to our observations. De-
tails concerning the algorithm implementation are described in
the Appendix.
D. Denoising Evaluation
In order to estimate the efficiency of our image-enhancement
algorithm, we used the basic cine sequence with TR = 13.5 ms
and two averages as the reference (since the minimal TR was
13.5 ms to achieve a spatial resolution of 257 μm), and we set
the TR of our interleaved cine to 27 ms, in order to retrieve a final
TR of 13.5 ms and compare it to the reference. We performed
that experiment on n = 8 animals, on one middle short axis slice
of the heart. Evaluation of the flickering artifact was done by
computing the energy E of the temporal derivative of the data
term ‖I – Iref‖2 , where I is the interleaved cine and Iref is the
reference cine.
E. Ex Vivo Analysis
After the MRI session, mice were sacrificed and heart was
removed. The left and right atria were excluded from the heart
and the two ventricles were weighed on a precision balance to
provide a reference value. This operation was performed by the
same operator for all mice to avoid any bias introduced by the
dissection method.
F. Image Analysis
The combination of the two image series for interleaved cine
as well as the temporal regularization was performed with MAT-
LAB (R2008b, The Mathworks, Inc., Natick, MA). Measure-
ment of left and right ventricles mass as well as EF were
done using Osirix software (open source http://www.osirix-
viewer.com/). For mass evaluation, epicardial and endocardial
contours of the left and right cavity were manually drawn on the
short axis interleaved cine, in systole. The mass was calculated
as follows:
(LV + RV )mass = γ · Slice thickness ·
∑
all slices
[epi area
−(LV endo area + RV endo area)] (6)
where γ is the specific gravity of the myocardium, γ =
1.055 g/cm3 . Bland–Altman plot was used to compare the mass
measured with MRI and the gold standard method (ex vivo
weighed mass). The bias of the measure was given by the mean
of the difference between MRI and ex vivo measurements.
For left ventricular EF (LVEF), endocardial contours of
left ventricle were manually drawn on all slices, excluding
the papillary muscles [14]. LVEF was defined as (LVEDV-
LVESV)/LVEDV, where LVEDV and LVESV are the left ven-
tricular end-diastolic and end-systolic volumes. LV volumes as
well as LVEF were measured on the interleaved cine as well as
on the basic cine. For these measurements, basic cine was taken
as the first repetition of the interleaved cine.
G. Statistical Analysis
Comparisons between groups were performed with a
Student’s t-test and, when appropriated, with a paired t-test.
P < 0.05 was considered as statistically significant.
III. RESULTS
An example of images obtained with the interleaved cine
sequence was shown in Fig. 3. As observed in the temporal
profile of the data [see Fig. 3(c)], the signal varied from one
frame to the other resulting in a flickering effect when play-
ing the cine movie. Examples of cine movies can be found at
http: //miplab.unige.ch/pub/delattre1102p.php. This effect was
not constant over the whole series; in this example, it was more
important for the first phases of the cine and then reduced. Nev-
ertheless, the proposed algorithm was efficiently denoising the
image series by removing the flickering artifact.
A. Quantitative Denoising Evaluation
We evaluated the efficiency of our image-enhancement
algorithm by comparing the interleaved cine with an ac-
quired/reconstructed TR of 27/13.5 ms, respectively, to the refer-
ence cine (TR = 13.5 ms) as described in the method’s section.
Fig. 4 illustrates an example of the temporal profiles for the
reference sequence and the interleaved cine before and after
denoising. We observed as shown in this example a large reduc-
tion of the flickering artifact represented by the data term and its
derivative E. The energy E was significantly reduced after the
denoising of interleaved cine images (2.11 ± 2.88 × 1024 a.u.
before and 1.24± 1.58× 1023 a.u. after denoising, respectively,
p = 0.039) as a result of the decreased flickering artifact. In-
deed, it corresponded to a noise reduction of −10.4 ± 3.8 dB
(n = 8).
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Fig. 3. (a) Image example of the interleaved cine series. (b) Parameter map
A. The original temporal profile is very prone to flickering artifact (c), whereas
the denoising algorithm removes it efficiently: (d) temporal profile of s obtained
after removing the component Asin(ωk+φ) of the data f, (e) final result of s
obtained after soft thresholding the Fourier coefficients (λ = 500 a.u.).
Fig. 4. (Upper row) Image example of the reference cine (TR 13.5 ms, two
averages, images are taken on two R-R cycles), temporal profile (taken on
the white pixel line) for the reference cine as well as original profile for the
interleaved cine (IC) (TR 27 ms, no average, two repetitions). (Middle row)
Temporal profile for original and denoised images. (Lower row) left: Effect
of the denoising on the data term ‖I-Iref ‖2 ; right: effect of denoising on the
temporal derivative of the data term.
Fig. 5. Images of one cardiac cycle for a mouse with an infarction (same
mouse as in Fig. 4). (a) Basic cine and (b) interleaved cine after denoising
(λ = 500 a.u.). (Right) Temporal evolution of the white profile. Interleaved
cine allows doubling the number of cardiac phases. Asterisk represents phases
in the cardiac cycle that exhibits different patterns of the flow artifact into the
left ventricular blood pool from one frame to the other, indicating that new
information is acquired with the interleaved cine.
B. Mass and Function Measurements
To validate the interleaved cine sequence, we acquired short
axis images of mice heart with a high temporal resolution; i.e.,
TR = 6.8 ms. The increase in temporal resolution with the
interleaved cine compared to the basic sequence is depicted in
Fig. 5. We used the interleaved cine to measure the left and right
ventricle masses of a group of control mice (8–12 weeks WT, n =
4, 23 weeks WT, n = 9) and a group of mice that tend to develop
a cardiac hypertrophy (23 weeks TG, n = 14), total n = 27. Fig. 6
shows an example of images of a WT and a highly hypertrophied
TG mouse heart as well as the correlation between the two mass
measurement methods. Mass measured with interleaved cine
was highly correlated with ex vivo measurement (y = 0.829x
+ 25.1, R2 = 0.858, p = 4.15 × 10−12) and we observed
no significant bias between methods (mean of the differences
between MRI and ex vivo measurements was −2.62 mg). When
omitting the group presenting a cardiac hypertrophy, the masses
were also highly correlated (n = 13, y = 0.878x + 20.0, R2 =
0.797, p = 4.02 × 10−5 , bias was 3.34 mg).
Moreover, we measured the LVEF of a group of control mice
(8–12 weeks WT, n = 4) and a group of mice with an infarction
(8–12 weeks MI, n = 3). As illustrated in Fig. 7, interleaved
cine depicted accurately the contraction deficit present in the
anterior region of the MI mice and in agreement with previous
experiments [9]. We measured a significant increase of LVESV
and LVEDV for MI group (p < 0.01 and p < 0.05, respectively)
as well as a significant decrease of the LVEF compared to the WT
group (p < 0.001). In contrast, measurements using the basic
cine sequence did not reveal a statistical difference of LVEDV
between both groups. Moreover, the LVEF obtained with this
sequence was significantly lower than the one obtained with
interleaved cine (p < 0.05). Detailed values are presented in
Table I.
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Fig. 6. (Left) Correlation of left and right ventricles mass measurement be-
tween MRI and with ex vivo methods, y = 0.829x + 25.1, R2 = 0.858. Images
show examples of short axis systolic phases taken at a middle slice of the
heart for a WT (left) and a TG mouse with hypertrophied myocardium (right)
in systole (upper) and in diastole (bottom), white bar represents 5 mm. (Right)
Bland–Altman plot for comparison of MRI and ex vivo methods. Solid line is the
mean of the differences between MRI and ex vivo methods (−2.62 mg), dashed
lines are 1.96*SD(MRI ex vivo) = 27.15 mg corresponding to 95% confidence
interval.
Fig. 7. Examples of middle slice of the heart for WT mouse (up) and MI
mouse 24 h after surgery (down), in systolic and diastolic phases. Contours
represent left ventricular cavity area for systole and diastole, lateral part of the
myocardium exhibits no contraction for the MI mouse.
IV. DISCUSSION
The evaluation experiment showed that the principle of com-
bining two acquisitions shifted by half a TR contributes to re-
trieving the temporal information of each cardiac phase. Indeed,
by simply shifting the acquisition of the center of k-space (where
the main part of the signal energy is located), we can choose
the achieved temporal resolution. Consequently, the temporal
resolution of the acquisition could be enhanced as high as the
number of repetitions performed. However, there is little phys-
iological interest to further enhance the number of repetitions
for our application. Moreover, we believe that our method does
add new information compared to a straight interpolation be-
tween cardiac phases because the duration of analog-to-digital
converter sampling (5 ms) in our sequence is short compared to
the TR (mainly due to the time needed for slice selection). As
an illustration, images acquired during the apparition of flow
TABLE I
VALUES OF LVESV, LVEDV, LVEF, AND HR FOR WT (n = 4) AND MI (n = 3)
MICE EVALUATED WITH INTERLEAVED CINE AND BASIC CINE
Fig. 8. LVESV, LVEDV, and LVEF for control mice, WT (n = 4), and for mice
with an MI (n = 3); values are mean ± SD, and symbols represent significant
difference (∗p < 0.05, §p < 0.01, †p < 0.001).
artifacts in the blood pool cavity exhibit very different patterns
from one image to the other [see images marked with an aster-
isk in Fig. 5(b)], that could not be retrieved with a simple linear
interpolation.
The model used to reduce the flickering artifact was shown to
be effective. The choice made to consider the parameter A(x,y)
as spatially dependent provided a map of the intensity of the
flickering effect over the image stack. We observed in Fig. 3(b)
that A(x,y) presented some areas with negative values, espe-
cially located in parts of the image that were very corrupted
by the flow artifacts and also around the descending aorta in
which the flow is reversed compared to the heart. The sign
of A(x,y) may therefore give additional information concern-
ing flow; however, this would require further investigations to
be confirmed. Moreover, imposing sparsity pursuing regulariza-
tion on the temporal Fourier coefficients using the l1-norm has
also been used in recently proposed techniques such as com-
pressed sensing [15], which have proven to be very efficient to
solve the image-reconstruction inverse problem with a highly
undersampled k-t space. However, in contrast to compressed
sensing techniques, we do not use random sampling, neither k-t
undersampling. In our case, the limit is given by the sequence’s
TR, and not by the acquisition time. The denoising algorithm
here is not used to recover missing data but to remove the artifact
arising from the combination of two fully sampled image series
acquired at different time points.
The threshold value λ was set empirically by visual inspec-
tion to reach a compromise between reduction of the flickering
artifact and keeping high contrast of heart motion and was kept
the same for all experiments. A refinement of our method would
be to find automatically the optimal threshold value. The diffi-
culty in doing so is to define an objective criterion that would
properly balance between noise reduction and conservation of
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temporal information. This was beyond the scope of this study
but can be considered for future research.
High spatial and temporal resolutions are necessary to accu-
rately estimate cardiac function and mass for small animal stud-
ies. However, MRI is a robust technique that can suffer from
limited gradient performance, in particular on clinical scanners.
The interleaved cine sequence proposed in this study achieved
spatial and temporal resolutions comparable to those obtained
on dedicated small animal scanners (i.e., TR = 6.8 ms/in-plane
resolution = 257 μm/slice thickness = 1 mm compared to TR =
7.5 ms/in-plane resolution = 117 μm/slice thickness = 1 mm
for a 11.7 T scanner [16], or TR = 7 ms/in-plane resolution =
100 μm/slice thickness = 0.5 mm for a 9.4 T scanner [17]).
To our knowledge, no previously published study performed
on clinical scanner allowed to reach such high temporal and
spatial resolutions without using dedicated gradient hardware.
Despite the apparently high difference between our achieved
spatial resolution and the one obtained on dedicated scanner,
we have recently shown that in-plane resolution of 344 μm was
sufficient to observe the effect of pharmacological drug on the
function improvement in a mice model of infarction [13]. In
this study, it was possible to measure realistic mass, differences,
highly correlated with ex vivo measurements, in a reasonable
acquisition time. Moreover, the dispersion of data obtained by
Bland–Altmann plot was higher than the values reported by
Yang et al. [18] measured with a dedicated scanner but in the
same range and corresponding to 17% variation of the mean
mass value (95% of data were located in the range of ±27 mg
and ±15 mg, for our study and Yang et al., respectively [18]).
Our sequence could also efficiently depict the decrease of global
function parameters between MI mice and WT group while this
was not the case for all parameters with the basic cine. More-
over, the LVEF obtained with basic cine was significantly lower
than the one obtained with interleaved cine due to an under-
estimation of LVEDV for the MI group. The values obtained
for the WT group were indeed in good agreement with values
reported by Ross et al. [19] for the same mice breed and age
(they had 48 μl, 22 μl, and 50% for LVEDV, LVESV, and LVEF,
respectively).
A. Future Applications
This sequence can be advantageous for several applications,
either in small animal or even in clinics. Indeed, this sequence
renders possible the investigation of cardiac stress in a mouse
model on clinical scanners. Moreover, and more generally, se-
quences needing a long preparation such as tagging can benefit
from the interleaved cine framework to enhance the achievable
temporal resolution [20], [21]. In clinics, highly time-resolved
cine can be obtained in patients with this technique and may
benefit to the observation of specific phases of the cardiac cycle
such as isovolumetric contraction for measurement of moderate-
to-severe heart failure [22].
B. Study Limitations
The main limitation of the study is the absence of reference
images allowing for direct validation of the highly time-resolved
interleaved cine (TR = 6.8 ms). Echography is not recognized as
a gold standard in mice and we did not have access to a dedicated
scanner to compare our measurements with those that could be
obtained directly on systems with higher gradient performances.
However, it would have been very difficult to reproduce the ex-
act same physiological conditions between the two different
imaging sessions, providing inherent sources of errors. In par-
ticular, the effect of anesthesia has been shown responsible for
important variations in LVEDV and LVESV evaluation [23].
Finally, only indirect validation is proposed here through mass
and function measurements, as it was previously proposed in
several studies [8], [24]. Future work could induce pharmaco-
logical stress in mice to observe the impact on physiological
parameters, such as LVEDV, LVESV, and function evaluation
and verify the ability of our sequence to monitor cardiac function
in stress conditions.
V. CONCLUSION
We proposed a sequence that doubles the temporal resolu-
tion initially available with the basic cine sequence on a clinical
scanner. The interleaved cine is able to provide images with
spatial and temporal resolutions compatible with the small ani-
mal imaging requirements without the addition of specific hard-
ware; i.e., in-plane spatial resolution 257 μm and repetition time
6.8 ms, respectively. Therefore, this tool is essential for in-vivo
assessment of cardiac function in mice and allows longitudi-
nal studies to be performed on clinical scanners, more widely
available than dedicated scanners.
VI. SUPPLEMENTARY MATERIAL
Examples of cine movies for a mouse with an infarction
24 h after surgery can be found at http://miplab.unige.ch/pub/
delattre1102.php. Basic cine sequence as well as interleaved
cine before and after the application of our image-enhancement
algorithm are shown.
APPENDIX
Description of the Algorithm
Based on the observation that the flickering artifact was
mainly due to different flow artifacts—the combined cine series
was not necessarily in phase with the repetitions—we define
the image model as the artifact-free signal degraded by additive
terms for flickering and noise. Moreover, we could take advan-
tage of the periodicity of the heart cycle to denoise the cine
data by soft thresholding the (temporal) Fourier coefficients of
the artifact-free signal. Therefore, the goal is to minimize the
following functional for the timecourse s at each spatial position
(x,y):
s(x, y) = arg min
s(x,y )
∑
t
|mt(x, y)−A(x, y) sin(ωt + φ)
−st(x, y)|2 + λ
∑
l
|sˆl(x, y)| (7)
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where k is the temporal index, m is the measured data, s is
the denoised data with ·ˆ its temporal Fourier transform. The
algorithm was implemented as follows.
1) Estimation of data variation, calculation of spatial mean
signal of mk μt = 1/Nx
∑
x 1/Ny
∑
y mt(x, y), where
Nx and Ny are the spatial dimensions x and y of measure-
ment matrix mk .
2) Fit of ω and φ for μt with a nonlinear least-squares opti-
mization: (ω, φ) = arg min |μt − k sin(ω t + φ)|2 .
3) For each timecourse m(x,y), fit A(x,y).
4) Calculation of st(x,y) = mt(x,y) – A(x,y)sin(ωt+φ).
5) Soft thresholding (shrinkage) of the temporal Fourier co-
efficients of s(x,y).
The two first steps of the algorithm consisted in calculating
the mean signal intensity variation of the image in function of
time in order to evaluate ω and φ by a fit of the data. Indeed,
we made the hypothesis that ω and φ are constant for all image
pixels, whereas A(x,y) can be spatially dependent. The third step
of the algorithm is the estimation of the flickering amplitude
A(x,y). Knowing ω and φ, it becomes a simple linear problem (s
is considered null as an initial condition):
∂J
∂A(x, y)
= 0 → −2
∑
t
(mt(x, y)
−A(x, y) sin(ωt + φ)) · sin(ωt + φ) = 0
A(x, y) =
∑
t mt(x, y) sin(ωt + φ)∑
t sin
2(ωt + φ)
. (8)
Knowing all the parameters of the model, the data s
are calculated with the relationship st(x, y) = mt(x, y)−
A(x, y) sin(ωt + φ). The flickering artifact is therefore removed
and the last step of the algorithm further reduces the residual
noise in the image.
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